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1.  Laboratory  Interferometer  Equipment 


1,  Basic  equipment  for  gas  measurement 

Laboratory  interferometer  including  2  stands  Kith  columns  and 
base,  without  chambers 
Four  way  faucet 

Transformer  ( 220/6 V  2,2*’  with  connecting  cables) 

Two  small  lamps  F6V  1,8'?  (as  a  spare) 

Carry  case  for  the  laboratory  interferometer 

2,  Basic  equipment  for  measuring  geaes  and  liquids 

Basic  equipment  as  given  in  1 
Tempering  trough  and  mixer 

_ Thermometer  0  to  5CC,  grade t ion  value  0,1  ■wish  calibration 

container  for  4  liquid  chambers 

3«"  Chambers  according  to  use 

Two  section  gloss  chambers  for  gas 
100  cm  long  with  receotaoie 
$Q  " 

25  ■ 

10  « 

1,  Glass  liquid  chambers  for  layer  thickness 

80  mm 
40  mm 
20  mm 
10  nm 

10  mm  with  insertion  for  1  am  layer  thickness 
5  mm 

5  mm  n 

2,  Unpacking  and  setting  up  of  the  mechanism 

_ The  Interferometer  is  peeked  ta  a— long- carry  cose  with  its  stand* 

iiffcer  the  lid  has  been  unscrewed,  it  is  placed  next  to  the  cose,  ready  to 
receive  the  apparatus,  which,  only  attached  to  the  lorn  .tabulae. -bads,  is 
first  taken  out  and  placed  on  the  two  felt  covered  supports  in  the  lid, 

Oaa  then  joins  the  sections  of  the  supports  (rods  and  bases)  which  are 
located  in  the  bottom  and  on  the  side  wall  of  the  case,  and  they  are  placed 
at  approximately  1  m  distance  in  the  center  of  a  2  in.  long  work  table,  and 
the  instrument  is  carefully  placed  in  the  forks.  The  case  is  taken  away  at 
this  point.  The  ordered  gas  chambers  are  to  be  found  in  diffarent  containers} 
a  container  with  4  spaces  is  anticipated  for  liquid  chambers.  It  is  imperitive 
to  conserve  not  only  these  containers  but  also  the  interferometer  ebrry  case. 


3.  Description 


3*1.  Measurement  principle 

The  appearance  of  light  interference,  which  is  caused  by 
measurement  of  diversion  differences  in  gases  and  fluids,  results  from  the 
following  apparatus  adjustment: 

The  light  ray  stemming  from  a  light  source  (l),  a  minute  bulb  67  1.8V/, 
lights  up  the  crack  (2)  and  continues  parollelly  after  filtration  through 
the  Kollimotor-objective.  Light  distortion  sets  in  on  the  edges  of  the 
thick  double-diaphragm  (4)  located  behind  the  objective.  The  lower  half  of 
the  light  ray,  which  cross  the  area  beside  the  chamber  (5),  are  led  into  the 
distance  cone  (9)  producing  in  the  lens  (10)  the  set  lower  interference  strioe 
system.  The  upper  section  of  light  rays  pass  through  the  double  chambers  (5) 
and  the  compensator  plates  (6.  11)  and  also  through  the  distance  cone  and  appear 
in  the  lens  as  the  upper,  mobile  stripe  system.  Both  stripe  systems  are  moved 
by  means  of  an  assistance  plate, a  fine  horizontal  line. 

If  the  light  break  is  very  different  in  the  media  found  in  the  two  chamber 
halves,  a  phase  displacement  sets  in  in  the  upper  half  of  the  light  ray,  which 
)  depending  on  the  dimension  of  break  variation,  results  in  a  complete  disappear¬ 
ance  (a  Fig.  2)  or  a  more  limited  variation  (b)  of  the  upper  interference  stripe 
system. 

)  As  one  changes  the  slant  of  the  compensator  plate  (6  Fig.  l)  the  light 

path  becomes  longer  or  shorter  resulting  in  an  equation  of  the  variation  of 
the  upper  stripe  system  (c  Fig.  2). 

The  two  interference  stripe  systems  are  brought  to  equal  positions  and 
similar  picture  by  means  of  a  crank  on  the  compensator  plate  (6  Fig,  l),  which 
is  moved  by  turning  the  measuring  cylinder  (8).  The  value  of  the  displacement 
is  read  in  two  sections  and  gives  the  measurement  of  break  deviation  between 
the  test  and  control  material. 

The  movable  compensator  plate  (6)  on  a  level  with  an  immovable  compensator 
plate  (11),  brings  the  interferometric  measuring  to  an  exact  zero  method;  the 
light  rays  are  identical  for  equal  media  in  both  chamber  halves,  i.e.,  they 
reach  the  view  point  in  a  the  same  swinging  phase.  The  readings  on  the  cal¬ 
culating  cylinder  are  only  to  be  read  from  this  noint,  the  zero  point. 

3.2.  Interferometer 

Fig.  3  shows  the  exterior  construction  of  the  laboratory 
interferometer,  consisting  of  distance  tube,  tube  body  with  top  and  Xollimotor. 
The  Xollimotor  protective  cap  also  includes  the  lighting  eouipment.  The  other 
optical  ports  of  the  instrument  arc  strongly  built  into  the  interior  of  the 
tube  body.  They  have  been  individually  described  in  the  clarification  of  the 
measurement  principle  in  connection  with  Fig.  1. 
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Thfi  g  as  chambers  ndotfiu  tampering  troughs  for  liquid  chambers,  fitted 
being  placed  in  the  tube,  are  secured  by  means  of  a  set  screw.  These 
accessories  are  intarchangenble,  One  may  therefore  complete  a  a- interfero¬ 
meter  by  adding  the  necessary  sections  for  liquid  te^ts,  An  extra  adjust¬ 
ment  is  necessary  after  addition  of  a  tempering  trough, 

3.3,  Test  chambers 

As  the  gases  and  liquids  to  be  measured,  very  frequently 
contain  acids,  the  test  chambers  are  only  produced  out  of  glares  with  welded 
windows,  The  perallelity  of  the  window  plates  is  therefore  established  by 
the  most  accurate  test  methods.  Because  of  the  great  sensitivity  of  the 
interferometric  measure  method  and  to  retain  constant  work  results,  it  is 
very  necessary  constantly  to  use  the  chambers,  in  a  position  marked  by  a  red 
dot  on  the  ocular  side,  while  taking  great  care  during  insertion  into  the 
instrument, 

(Details  given  in  6.1  and  7,1)  The  position  of  all  chambers  has  been 
worked  out  and  attached  in  a  say  to  be  able  to  make  future  improvements 
without  having  to  send  the  mechanism  back, 

§aa  chambers  are  available  as  two  section  chambers  in  lengths  of  100, 

30,  25  and  10  am.  The  gas  is  introduced  by  means  of  furnished  glass  cuplings, 
which  are  introduced  into  the  chambers  by  means  of  conical  filed  ends,  and 
where  possible,  are  stopped  up  with  paraffin.  The  attachments  for  the  100- to- 
50  era  chambers  protrude  through  gaps  in  the  lid  when  the  tube  is  closed;  they 
will  be  connected  with  the  remaining  gas  ducts  after  attachment  of  the  four 
way  tap  which  is  provided. 

Liquid  chambers  (Fig,  4)  are  produced  in  lever  thickness  of  80,  40,  20, 

10  aid  5  mm,  and  also  as  10  ma  chambers  with  a  9  he  insert  and  5  am  with  4  mm 
insert.  The  tempering  trough  and  mixer  and  a  thermometer  are  also  part  of  the 
chambers.  The  liquid  chambers  provide  1  car  of  test  material  for  every  1  cm 
of  layer  thickness ,  In  measurements  where  only  approx,  0,1  cm-*  teat  material 
is  available  the  10  and  5  am  chambers  with  9-4  Inserts  are  used,  from  which 
the  10  mm  chamber  in  Fig,  4  was  produced.  The  layer  thickness  is  changed  1  mm 
by  insert  (c)  by  means  of  a  parallel  glass  plate  in  each  half  of  the  chamber, 

3.4.  Reading  procedure 

The  reading  is  taken  from  the  revolving  pointer  (1  Fig.  5) 
and  the  measurement  cylinder  (2)  in  two  sections.  One  first  determines  between 
which  section  markings  of  the  revolving  pointer  the  upper  rim  of  the  measurement 
cylinder  is  located,  counts  the  marks  as  hundreds  (0  to  3000)  and  to  this  adds 

Note  l)  Laboratory  interferometers  of  older  models  must  in  this  case  be  sent 
back  to  us  to  have  the  tempering  trough  added. 


the  amount  shown  on  the  cylinder  with  the  value  of  one  unit  for  each  nark. 

The  data  of  both  sections  (14  and  65  in  Fig,  5)  therefore  together  give  the 
reading  14&5  cylinder  section  marks  (Teilstrichahstandander  Trommel  -  T.  T.). 

4.  ftreparation  for  use 

4.1.  Connection  of  light  source 

The  small  lamp  6V  1 .877  is  connected  to  a  transformer  in 
case  of  alternating  current,  which  is  regulated  for  220  or  110V  or  even  for 
an  intermediate  current  as  ordered.  A  single-pole  press  or  lever  switch  is 
suitably  installed  near  the  cye-piece  connecting  into  direct  current  is  not 
permitted  by  the  V.G laws.  7/e  recommend  procurement  of  a  normal  6-V- 
accumulator  in  these  rare  cases, 

4.2.  Setting  up  lighting 

The  interferometer  is  shipoed  from  the  factory  completely 
adjusted,  and  it  is  imperitive  that  this  adjustment  remain  constant  under  all 
circumstances.  After  connecting  the  lamp,  which  had  been  installed  before 
shipment  of  the  instrument,  one  may  quite  clearly  see  the  two  interference 
stripe  systems  -  however,  more  clearly  the  lower  nonmobile  system  -  in  the 
eya-piece.  The  only  adjustment  still  possible  is  a  quarter  twist  of  zhe  eye¬ 
piece  to  equalize  a  limited,  unclarity  in  the  center  of  the  picture  usually 
only  noticeable  in  cases  of  old  layers.  If  the  light  position  (5  Fig.  6) 
has  changed  in  what  regards  the  Kollimotor  slits^ue  to  transportation,  or 
if  a  complete  readjustment  is  necessitated  because  of  a  lamp  change,  one 
may  proceed  as  follows: 

With  a  switched  on  light  one  may  notice  through  the  eye  opening  (l)  the 
picture  of  the  light  rays  (5)  projected  onto  the  face  of  the  protection 
window  (7)  by  the  lighting  lens  (6);  this  must  be  perpendicular,  parallel  to 
the  Kollimotor  apperature  (8^  and  if  possible  should  appear  clearly.  This 
position  is  easily  obtained  by  turning  and  pushing  the  lamp  fixture  (2)  after 
loosening  the  screw  (3). 

The  correct  apperture  lighting  and  through  it  a  completely  clear  oicture 
of  the  interference  stripe  systems  is  only  to  be  obtained  by  guiding  an 
assistant  while  watching  through  the  eye-piece,  in  correcting  the  lamp  position 
by  careful  displacement  and  turning  of  the  fixture  (2)  and  setting  of  the  tv;o 
adjustment  screws  (4).  The  two  interference  stripe  systems  must  be  lit  up 
equally  and  divided  by  a  thin  horizontal  Dine;  shadows  on  this  line  may  usually 
be  eliminated  by  aporooriate  adjusting  of  the  screws  (4)  and  axial  movement  of 
the  lamp.  The  set  scre?M^  tightened  after  achieving  the  correct  position. 

5.  General  ruler  of  operation 

The  high  sensitivity  of  the  operation  and  the  connected  slight 
measurement  border  of  error,  dependent  on  the  chamber  length  and  layer  thick- 


) 
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ness,  is  of  prime  importance  in  interferometer  installation. 

The  greater  the  chamber  length,  the  more  precise  the  measurement,  l,a,, 
the  measurement  precision  increases  with  the  chamber  length.  On  the  other 
hand  however,  the  measurement  results  are  reduced  by  a  larger  layer  thickness, 
so  that  the  concentration  of  the  added  material  of  tested  substance  mist  not 
pass  beyond  a  certain  limit.  Before  starting  with  a  measurement  scale,  one 
must  establish,  which  chamber  contains  both  tha  needed  precision  and  the 
necessary  measurement  extent.  The  best  ahaaber  length  may  be  calculated 
according  to  the  formulas  given  below  and  the  best  equipment  of  the  mechanism 
determined,. _ _ _ 

Moreover,  various  rules  and  advice  are  to  be  complied  with  for  all  inter¬ 
ferometer  tests  (comparison  substance,  aero  point,  measurement  process)  which 
are  given  in  detail  in  Section  5.2  to  5.4, 

5,1,  Physical  basis  for  chamber  length  determination 

To  determine  the  most  appropriate  chamber  length  for  the 
forthcoming  teste  one  must  first  ask  the  following  questions  in  case  of  gas 
analysis  i  , 

'  ,  ■  a*  What  mixture  will  be  tasted? 

b,  What  refractive  indices,  approximated,  do  tha  consonants 
have?  (The  values  of  the  comparison  gas  aj  and  the  added  component  c2  are  to 
be  taken  from  charts,  for  example  L&ndolt-Bor ns te in  or  F.  Lowe’s  optical  measure¬ 
ments  . ) 

es»  Whioh  %  contents  pp^y  of  the  added  components  shall  be 
the  highest  be  asurad?  _ _ _ _ 

d.  Which  $  contents  pm{_n  of  the  added  components  shall  be 
the  lowest  determined,  or  which  determination  is  desired?  j 

la  every  case  one  will  be  able  to  chose  the  chamber  lengths  as  large  as 
possible  so  a a  to  achieve  Idle  highest  possible  measurement  accuracy*  let 
because  of  the  answer  to  question  c  we  conclude  that  the  chamber  can  at  the 
most  be 


1  max 


long,  so  as  to  include  tbs  suggested  measurement  value  p  x  i>  (5,5,10-4  s 
wave  length  i.%)  of  the  light  used  to  calibrate  the  interferometer,  see  Section 

8.1).  t 

On  the  other  hand  the  answer  to  d  gives  the  lowest  value  for  a  chamber 
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must  be  at  least 


Inin  =  - h}?ll - nra 

Pmin  (n2  -  nx) 

long,  when  one  still  desires  to  know  the  pn^n  $  of  a  material,  or  when  the 
absolute  error  of  the  concentrate  measure  should  at  most  be  $.  (In  this 

end  5 .5 .1Q~4  is  reolaced  with  2.10-3  for  simolification) . 

3° 

From  the  advanced  formulas  we  obtain  the  ratio:  1  * _ 100*h.*_C.  _ 

9  (n2  -  n^) 

in  which  h  stands  for  the  number  of  interference  striae? ,  which  appear  in  the 
eye-piece  when  the  chambers  are  filled. 

Example: 


Answer  to  a:  An  air  -  CC>2  -  mixture  will  be  tested. 


answer  to  b:  The 
292, 


breaking  indices  are  for  air  (without  CO2):  n^  •  1  ; 
.IQ'6  for  C02:  n2  -  Is  450. 10-6 


Answer  to  c:  The  gas  mixture  may  contain  up  to  2C$  COp. 

In  which  case  the  greatest  chamber  length  may  be: 

1  •  5 .5  _  s  1,7..  103  mm  a  170  era: 

20.158.10-o 

one  may  therefore  use  the  100  cm;  the  longest  chamber. 

Answer  to  d:  0.03$  COp  must  still  be  tested.  The  shortest  chamber  length 
will  have  to  be 


2  .  10"3  2  .  10' 

"0.03".  158  .  10‘6  4.74 


=  422  mm  =  42.2  cm 


one  may  therefore  use  the  50  cm  chamber. 

One  could  still  detect  0.014$  C02  in  pure  air  in  the  100  cm  chamber  with  a 
maximum  contents  of  20$  C0p,  This  reaction  sensitivity  is  different  for  every 
type  of  material.  For  example,  when  CH/  or  Hp  is  measured  against  air  in  the 
100  cm  chamber  it  is  approximately  0.015$,  0.03$  with  the  50  cm  chamber,  and 
approximately  0,06  or  0.15$  for  the  25  and  10  cm  chambers. 

The  reliability  of  the  measurement  (margin  of  error)  and  of  the  measuring 
range  of  the  chamber  length  can  be  seen  from  the  summary  below.  It  is  thus 
assumed  that  for  any  given  length  the  same  chamber  will  be  used. 


o 


— ■ r- 


hiar.ber  length  or 
’ayer  thickness 


liargir.  of  error 
n2  -  nL 


Approximate 
measuring  rnr. 


for  gases 


for  liquids 


2 

4 

8 


.  jo-* 
.  10”° 
.  10' 


8 

,-7 


2  .  10' 
2.5  ;  io~l 
§  .  XT’ 

■  $ 

:i%S 

.  io  5 


0,00005 

0.00010 

0.00020 

0.00050 

0,00063 

0,00125 

0.00250 

0.00500 

0,01000 

0.05000 


i£ip«in  -  refractooeter 
Jjith  measurement  prism  I 


10*5 


0,04000 
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The  margin  of  error  in  breakage  differences  of  -  n^_  are  given  in  the 
second  column  of  the  table.  This  value  nearly  represents  a  sectional  strip  on 
the  measurement  cylinder  (TT)  as  approximately  1/20  strip  width  in  the  green 
light  used  for  calibration  (Detail  in  Section  3). 

Sven  small  chamber  length  variations  from  the  nominal  measurement  must 
be  considered  in  very  precise  measurements  so  as  to  conserve  the  needed  pre¬ 
cision.  These  variations  are  given  in  milimetera  with  the  symbol  +  or  -  on 
the  front  attachment  socket  of  the  chamber,  indicating  whether  they  are 
to  be  added  or  subtracted  from  Jt'->  inal  measure.  The  exact  measurement 
la  directly  written  on  the  liouia  onaia  -rs. 

The  procedure  of  choosing  the  <fc  ber  length  or  the  layer  thickness  is 
basically  the  same  for  liquid  chambers  as  that  for  gas  chambers  described 
above.  Ahcre  the  breakage  incidence  "alues  for  example  and  comparison — 
liquids  are  not  known,  one  map  e yhhbl inh- them  approximately  before  work 
with  the  aid  of  an  Abbe-  or  dip-refractometer. 

5.2.  Choice  of  the  comparison  substance 

As  a  general  rule  it  is  good  to  choose  the  comparison  sub¬ 
stance  from  samples  with  similar  light  breaking-  a nd  dispersion-capacity,  as 
the  samples  are  sectional,  mainly  in  higher  concentrations.  It  should  be 
added,  that  the  section  values  read  off  the  measuring  cylinder  will  bo  kept 
low,  as  for  ex,  by  this  means  one  may  dismiss  the  reduction  to  normal  pres¬ 
sure  and  normal  temperature  during  gss  mixture  measurements .  These  factors 
are  still  to  be  considered  in  various  elevations,  even  at  mountain  stations 
or  near  sea  level,  also  in  mountain  work. 


tests, 


Pure,  dry  and  carbon  acid  free  air  serve  as  comparison  gas  during  gas 
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Low  concentrate  solutions,  for  example  tap  water  ia  compared  to  distilled 
_sater,  river  water,  against  drinking  water,  etc , 

5,3.  Establishing  the  aero  point 

The  zero  point,  the  starting  point  for  every  interferometric 
measurement,  is  that  compensator  setting  by  which  no  phase  difference  exists 
between  the  right  and  left  light  bundle.  It  therefore  is  unimportant  what 
gas  or  liquid  fills  both  chamber  halves,  as  long  as  the  same  substance,  i.e,, 
in  thie  case  the  comparison  substance  chosen  for  the  measurement,  fills  both 
halves,  (See  Section  5.2) . 

assuming  that  the  instr>uaent  is  completely  set  up  for  the  .job  (compare 
Section  4r  5  and  5,1  as  well  as  the  following  points  under  6  and  7 < ,  the 
complete  iaterfa-ence  stripe  system  appears  in  the  lewar  viewfield.  A  side, 
light  stripe  (the  zero  stripe)  may  be  seen  in  the  center;  it  i3  framed  by 
two  very  narrow,  nearly  block  lines,  the  "Minima  I,  order11.  We  also  recom¬ 
mend  that  the  appearance  of  the  two  next  Minima  (II.  order)  be  checked,  for 
these  stripes  must  be  included  in  measuring  of  difficult  samples;  to  determine 
correct  installation,  for  example  in  the  case  of  weakly  colored  gases  and 
solutions  and  in  stronger  concentrations. 

If  the- measurement  drum  is  rotated  until  its  upper  edge  is  located  between 
the  first  and  second  section  notch  of  the  rotating  indicator  ,  a  group  of 
colored  stripes  appear  in  the  upper  previously  colorless  view  area.  By  turn¬ 
ing  the  cylinder  very  slowly,  a  spot  will  be  found  where  both  interference 
stripe  systems  correspond  completely,  the  upper  being  movable  while  the  lower 
id  static. 

This  procedure  is  to  be  followed  in  all  l«tur  measurements,  so  that  the 
cylinder  moves  in  tine  direction  of  decreasing  numbers,  thus  eliminating  the 
natural  play  id  the  measurement  setup.  The  correspondence  of  the  two  inter¬ 
ference  pictures  may  only  be  established  when  the  cylinder  turns  on  on©  or 
two  stripe  widths,  br^i^.the^.c_hsnge-of-.-the  colored-frames  as  “closely  as 
-  possible  to  the  ‘•Minima".  the  movable  picture  is  then  brought  back  a  few 
stripe  widths  by  turning  the  cylinder,  and  is  set  up  as  before  coming  from 
higher  values. 

The  procedure  is  repeated  and  the  corresponding  data  read  off  every  time 
ss  shown  in  Section  3.4.  The  arithmetic  average  of  these  values  is  the 


Hot©  1)  This  position  was  approx,  at  the  10.  section  mark,  or  in  the 
neighborhood  of  1000  TT,  on  some  old  instruments, 

Soto  2)  Only  limited  differences  (1  to  2  TT)  will  be  encountered  after  a 
few  exercise  testa. 
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mechanism^  0  point.  It  holds  for  the  circumstances  mentioned  in  He  begin¬ 
ning  of  this  section  and  is  only  to  be  determined  in  case  of  complete  ecual- 
ization  of  temperature  and  pressure.  This  circumstance  is  easily  recognized 
a  few  minutes  after  the  chamber  filling,  by  the  straight,  immobile  interference 
stripes. 


5.4*  Measi»reraent  procedure 


The  measurement  always  follows  directly  after  establishment 
of  the  aero  point.  This  also  indicates  that  the  zero  point  must  be  newly 
established  for  every  single  measurement  -  daily  for  series  measurements. 

However  before  removing  the  comparison  substance  from  the  one  chamber  half. 


— one  must  ascertain  whether  the  comparison  substance  or  the  material  to  be  tested 
have  the  greater  light  breakage}  for  basically,  the  substance  with  higher  break¬ 
age  should  be  placed  in  the  chamber  half  closest  to  Hie  measuring  cylinder  , 
therefore  on  Hie  right  hand  side  in  the  laboratory- interferometer. 

The  pressure  or  temperature  equalization  is  waited  for  after  the  filling 
of  the  measurement  chamber  (See  Section  6  and  7),  with  substance*  In  general 
only  the  lower  interference  stripe  system  has  to  be  considered,  as  the  upper 
has  moved  sideways  during  Hie  filling  of  the  measurement  chamber.  The  actual 
measurement  process  consists  of  numerically  calculating  the  sum  of  this  move¬ 
ment*  This  is  achieved  in  the  same  way  as  that  used  to  establish  the  zero 
point.  One  must  therefore  only  be  careful  to  hawe  exactly  identical  inter¬ 
ference  strips  opposite  one  another  at  the  moment  of  reading. 

The  average  of  the  data  on  the  measurement  cylinder,  minus  the  value  of 
zero,  is  the  measurement  result,  the  value  of  which  can  be  drawn  from  data 
given  in  Section  8, 

6.  Work  method  for  gas  tests 

The  introductory  explanations  of  the  previous  sections  on  Inter- - 

feroaetric  iieaa'arsnent  raethode  had  to  'precede  the  description  of  the  work 
method  so  as  to  spars  the  worker  mistakes  and  wasted  time.  It  is  indicated 
to  3 Iso  obviously  review  these  explanations  in  the  following, 

6,1,  Placing  the  gas  chamber 

As  mentioned  in  3.3,  the  eye-piece  side  of  the  gas  chamber 
is  marked  by  a  rad  point  on  the  adjustment  section,  which  must  point  to  the 
eye-piece  when  the  chamber  is  set  in  place.  One  takes  the  chamber  with  both 
hands  and  places  it  carefully  as  nearly  as  possible  in  the  center  of  the 
tubular  body  so  that  the  spring  set-screw  (5  Pig.  3)  automatically  catches 
in  the  corresponding  threaded  opening,  after  placement  of  the  chamber  the  set¬ 
screw  is  then  tightened  by  light  pressure. 

Note  1}  8;.  this  means  one  always  has  oositive  measurement  results}  otherwise 
the  placing  in  the  eye-piece  would  only  be  possible  under  extremely  low  break¬ 
age  differences  n^  ”  ni* 
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6,2.  Preparation  and  filling  of  a  gas  tost 

All  strongly  colored  or  dust  filled  gases  are  to  be  eliminated 
from  optical,  tosts  by  use  of  the  interferometer ,  Carbon  dust  is  easily  arrested 
by  the  use  of  a  cotton  wool  filter.  Such  filters  arc-  also  to  be  recommended 
in  cases  where  the  gas  samples  are  only  occasionally  dusty,  so  as  to  guard  the 
gas  chamber  window  panes  against  formation  of  a  dust  layer  through  long  use, 
soon  causing  the  inteifijrence  picture  to  ap  'e-'r  darker.  A  simiier  distortion 
of  the  interference  picture  is  caused  by  a  coat  of  wo  vaoo>'  or.  the  chamber 
windows,  As  water  vapor  influences  the  light  breakage  of  a  rns  mixture,  all 
pas  samples  must  be  dried,  by  slowly  passing  the  sample  through  a  glass  tube 
containing  "iilaugel"  or  Cr.C  1^ .  The  gas  sample  drying  must  be  undertaken  with 
special  caro  when  it  has  been  preserved  over  water,  for  example  forced  into 
the  interferometer  by  a  hydraulic  gas  meter. 

Air  from  pressure  chambers  is  slov/ly  forced  into  the  chamber  after  drawing 
into  a -small  rubber  pipe.  The  measurement  chamber  is  full  when  the  upper 
interference  stripe  system  stops  "wandering” .  l.oreover  in  all  cases  where 
one  is  working  with  a  certain  pressure,  one  fail!  allow  the  sample  to  flow 
through  the  chamber,  controling  the  gas  flow  by  letting  the  gas  escaoe  through 
a  glass  dish  under  water,  counting  the  gas  bubbles. 

The  sample  and  the  comparison  gas  must  definitely  have  identical  pressure 
for  correct  measurements,  with  this  in  mind,  where  possible,  one  allows  the 
open  end  of  the  comparison  chamber  to  remain  in  contact  with  the  air  by  means 
of  a  Natron-chalk  or  calcium  chloride  solution.  The  samrJe  in  the  chamber  may 
easily  be  kept  at  atmospheric  pressure  b;.  allowing  the  gas  stream  passing 
through  the  chamber  to  escape  into  the  room  through  an  open,  level  capillary 
of  approx.  2  mr.i  interior  cross  measure  of  60  to  80  cm  length  lying  on  the 
table.  No  error  through  diffusion  can  be  noticed  by  this  method,  even  in  as 
light  a  gas  as  hydrogen.  The  gas  flow  will  have  to  be  stopped  by  a  tap  during 
each  measurement,  so  as  to  be  independent  of  all  pressure  changes  in  the 
approach  tube. 


Pressure  corrections  motivated  by  the  ruling  air  pressure  in  the  immediate 
vicinity  are  only  of  practical  importance  in  cases  of  obvious  divergence  from 
normal  atmospheric  pressure,  for  example,  in  mountain  work. 

6.3.  hen sur event  of  flowing  gases 


Passage  of  the  gas  through  the  chamber  is  recommended,  when 
the  gas  to  be  measured  shows  extra  pressure  -  be  it  even  very  small  -  to  he 
disposed  of.  In  such  cases  gre' t  value  must  be  placed  on  correct  pro- temper¬ 
passing  the  gas  through  a  metal  or  glass  spiral  two 
located  in  a  water  container.  A  tap  must  be  located 
behind  this  tempering  coil  so  as  to  control  the  gas  flow.  Cne  may  chock  the 
working  of  the  tempering  setup  by  testing  ’whether  the  interference  stripe 
system  suddenly  assumes  its  correct  position  when  the  tap  is  closed  or  whether 
it  only  moves  towards  the  spot,  after  a  certain  period.  The  latter  circum- 


ing.  This  is  clone  by 
meters  long,  which  i 
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stance  indicates  that  the  gas  was  not  sufficiently  pre-tempered  when  it 
entered  the  chamber,,  Moreover  the  direction  of  motion  also  gives  an  answer  : 
warmer  gas  has  a  lower  light  breakage  than  cold  gas.  la  general  streaming 
gas  will  not  give  a  completely  fixed  result,  aa  limited  pressure  changes 
always  exist.  Because  of  this,  the  tap  between  the  tempering  coil  and  the 
gas  chamber  should  be  closed  before  every  measurement.  A  great  importance 
is  to  be  placed  on  gas  purification  from  dust  under  this  circumstance, 

6.4.  Specific  absorbents  for  single  gases 

After  a  complete  publication  of  theypplication  of  the 
gas-interferometer  to  industrial  hygiene  had  an  -eared  the  question  arose — 
as  to  the  IsoJe  of  knowledge  on  solid  or  fluid  absorption  media,  with  which 
one  may  isolate  one,  and  only  one,  ingredient  from  a  mixture,  without  causing 
chemical  reactions  with  otbr  ingredients.  However,  one  must  assume  for  such 
specific  absorbents,  that  the  only  difference  between  the  contents  of  the  two 
chamber  halves  in  the  gas  interferometer  consists  of  the  presence  of  the 
ingredient  to  be  measured  in  the  one  or  in  the  other  of  the  two,  17  g«ses 
and  vapors  with  the  corresponding  absorbent  were-collocted  in  the  table  given 
below  from  the  study  on  gas  analysis  by  F,  Bayer  »  so  as  to  make  these  absorp¬ 
tion  madia  available  to  a  greater  public.  Vte  are  always  grateful  for  any 
further  completion  of  the  table  through  practical  work, 

7,  Work  method  for  liquid  teats^ 

As  there  is  no  appreciable  difference  between  the  optical  proce¬ 
dure  of  liquids  and  gas  mixtures  the  rules  given  under  Section  5  for  both 
States  of  aggregation  are  immediately  applicable.  Therefore,  it  is  only  a 
question  of  explaining  special  points  of  mechanism  adjustment  and  material 
peculiarities, 

7.1,  Tempering  trough  end  chamber  placement 

_ _ _ _  ■  * - - - 

Laboratory- interferometers  which  were  ordered  for  gas  and 
liquid  tepts,  are  delivered  from  the  factory  with  a  tempering  trough  built 
into  the  tubular  body.^  The  eye-piece  side  of  the  trough  is  marked  by  a  red 


Note  1)  Lowe,  F.;  Gewerbehygenische  Anwendungen  des  tragbaren  Gasinterfaro- 
Kfcters  in  chemisch-teohnischen  Betrieben.  Chea,  Ztg,  68  v 1944)  3,  144  tt. 

Note  2}  Bayer,  F.t  Gasanalyse,  In:  Chemische  Analyse,  Bd.  39.  2,Aufl, 
1941,  otuttgart:  Enke, 

Note  3)  For  interferometric  liquid  measurements  (including  titrations) 

See  Fr,  Lowej  l*c,  p.  271-2??. 

Bote  4)  The  tempering  trough  must  be  adjusted  (by  changing  the  four  screws 
with  nuts  in  the  floor  of  the  tubular  body)  in  cases  of  additional  orders  of 
accessories  for  measuring  liquids. 
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Type  of  Gas  j 

Absorbent  i 

Type  of  Gas  j 

absorbent 

» 

Ethylene 

Bromide  solution  j 

1 

\ 

Propylene  | 

P7/'  HpSO^,  which  also 
absorbs  uutylene 

Ammonia 

Diluted  sulphuric  acid 

I 

J 

Oxygen  j 

Alkalic  oxyhvdrochinone 

Acetylene  t 

Alkali  potassium- 

4 

solution  according  to 

iodine-mercury  solu- 

i 

?,  Henrich  (Col.  C’nem. 

tion  30  £  K J  +  25  g 

HgJ2  diluted  in  j 

100  cnr  of  water,  a  ! 

1 

Co.  Ao.  lo;  15  2C0o): 

TOO  g  KOH  filled  to 

200  cm3  with  water, 

small  piece  of  KOH  ! 

add  AO  g  triacetyl- 

i 

is  then  added  to  i 

oxyhydrocb i none  unex- 

make  the  solution  > 

1 

posed  to  air  oxygen. 

alkalic  | 

l 

j 

shake  until  the  solu- 

} 

tion  is  clear  (comp. 

Hydrocyanic 

Concentr.  H2S0^  j 

i  1 

Bayers  look,  0.  6"1 ) 

acid 

1 

f 

j 

!  Carbon 

1  Active  carbon 

butylene 

87£  sulphuric  acid, 

sulphide  ; 

i 

which  also  absorbs 
propylene 

hydrogen 

|  CuAO  in  strong 

. 

sulphide 

l  sulfuric  acid  solu- 

Helium 

Deeoly  cooled 

!  tion:  200  g  concentr. 

carbon-A 

t  H250;  +  200  cm3  water, 

+  CuoO,  until  balanced 

Iodine  in 

Liquid  potassium  ■ 

M* 

air 

carbonate  solution- 
2  g  K2CO0  in  15  cnf 
of  distilled  water 

Nitrous  oxide 

a.  Freshly  neutral- 

(NO) 

ized  Iron  (ll) 
sulfate  solution, 
this  however  also 

Carbon  mon¬ 
oxide 

a.  Iodine  pe.ntoxyde 

b.  125  g  Conner  (1) 

j 

l 

takes  nitric-pro¬ 
toxide  (N2O) 

chloride  +  265  g 

• 

j  b.  acidified  Broir.ate- 

ammonia  chloride 

i 

1 

1  or  potassium  per- 

750  cnP  water. 

i 

|  manganate  solu- 

j  added  in  the 

1 

1 

|  tion  according  to 

used  surface  of 
a  copper  spiral 

• 

l 

l 

! 

i 

!  Klemenc.  Z.  anorg. 

!  Chen.  122  (1.922), 

3/5 

Carbonic  acid 

a.  Potash  lye,  28£ 

1 

« 

by  weight 

1 

I 

b.  Hard  grainy  soda 

i 

i 

lime 

1 

• 

Note  l)  Reveal  ed  here  (1951)  with  the  kind  perniission  of  the  gas  institute 
of  the  Technical  College  in  Karlsruhe. 
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dot,  which  must  point  to  the  eye-piece  when  installed.  After  attaching  the 
trough  by  means  of  tho  set-screws  (5  Fig.  3),  the  included  thermometer  is 
placed  in  the  left  and  the  handle  to  activate  the  stirer  on  the  right 
(4  Fig.  4). 

The  liquid  chambers  are  taken  from  the  already  prepared  wood  retainer, 
which  serves  to  hold  filled  chambers  during  changes  and  cleaning.  To  place 
the  chamber  in  the  tempering  trough  one  attaches  it  to  the  two  twisted  pins 
and  watches  that  the  two  guide  pins  underneath  of  the  chamber  fixture  enter 
the  corresponding  openings  in  tho  tempering  trough  by  matching  the  red  points. 

7.2.  Preparation  and  filling  of  a  fluid  sample 

The  tempering  trough  is  filled  to  the  upper  edge  of  the  round 
window  with  water,  as  dust  free  as  possible.  Keeping  the  water  and  the  sampe 
at  an  even  tempera tore  is  not  general^  necessary,  as  the  difference  of  break¬ 
age'  incidence  between  sample  and  comparison  solution  is  principally  measured 
in  the  interferometer.  However,  pre -tempering  of  the  sample  to  the  temperature 
of  the  water  in  the  tempering  trough  has  the  advantage  of  being  a  great  saving 
in  time,  as  the  correct  formation  of  interference  pictures  is  only  possible 
after  equalization  of  the  temperature  of  the  sarnie  and  of  the  tempering  water. 
The  interference  strides  of  the  upper  system  cannot  be  exactly  set  before  this 
because  of  their  continual  movements  and  distortions.  Tho  temperature  equal¬ 
ization  in  the  chamber  and  in  the  temperature  trough  -  including  the  measuring 
orocess  -  is  considerably  accelerated  by  turning  the  handle  of  the  stirer 
i4  Fig.  4).  This  procedure  also  results  in  displacing  the  air  bubbles  sus¬ 
pended  on  the  chamber  floor,  which  disturbs  the  passage  of  the  lower  light 
pocket. 

Use  of  pipettes  with  small  rubber  converters  are  best  adapter  for  f  i"1 '  ing 
of  small  fluid  media.  The  filling  should  be  conducted  as  sparingly  -<s  possible 
it  is  sufficient  to  have  the  windows  evenly  covered.  Certain  dopes. ts  or  cloud¬ 
iness  in  the  sample  may  be  removed  by  filtering  or  centrifuging  before  the 
filling,  as  far  ns  permitted  by  evaporation  hazards. 

V.'hen  measuring  non-watery  solutions,  which  usually  have  a  higher  breakage 
index  than  water,  it  is  recommended  to  fill  the  tempering  trough  with  a  not 
easily  evaporating  solution  instead  of  water,  one  which  has  a  breakage  point 
nearly  equal  to  that  of  the  sample. 

7.3.  Cleaning  of  the  liquid  chambers 

The  pipettes  used  to  fill  the  chambers  are  also  well  adapted 
to  cleaning.  The  remaining  parts  of  the  sample  are  taken  up  with  small  rolls 
of  filter  paper,  a  few  drops  of  the  original  solution  medium  are  used  to  rinse 
and  it  is  dried  as  above.  The  chambers  must  not  be  noticeably  heated  during 
cleaning;  a  time  loss  would  otherwise  be  unavoidable. 

Actual  cleaning  between  two  tests  nay  completely  vanish  burin 
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tests,  if  one  hrs  so  much  extra  subst-nnoa  that  one  cnn  employ  the  first 
filling  of  the  second  sample  as  a  cleaning  medium.  T'-'is  process  is  only 
used  during  tests  of  similar  samples;  it  forms  the  rule  for  all  types  of 
water  tests. 

One  must  be  certain  that  no  water  drops  have  remained  in  the  tubular 
body  after  completion  of  a  series  teat,  as  the  interferometer  must  be  left 
at  night.  The  Houid  chambers  should  also  be  emptied  end  cleaned  out  before 
prolonged  work  breaks. 
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8.  Calibration  of  the  interferometer  for  measurement  evaluation 

A  calibration  table  or  curve  must  be  established  for  a  practical 
evaluation  of  the  measurements  reached  with  the  interferometer,  this  should  also 
be  done  for  the  instrument  and  for  the  studied  material.  The  evaluation  then 
solely  consists  of  readings  from  these  tables. 

8.1.  Instrument  calibration 

The  following  intrinsic  calibration  follows  without  placement 
of  chambers  and  without  tempering  trough,  by  establishment  of  the  zero  value  in 
the  white  light. 

Counting  of  interference  stripes  in  monochromatic  light. 

The  first  work  step  is  conducted  according  to  the  instructions  in  5.3. 

The  obtained  value  approx.  30  section  strip  distances  (TT)  must  be  deducted 
from  the  measurement  values  obtained  in  monochromatic  light.  One  notes  it 
placed  in  the  I  calibration  table  (See  below). 

The  lamp  socket  with  the  glow  lamp  (7  Fig,  3)  is  pulled  out  for  cali¬ 
bration  with  monochromatic  light  und  a  uniform  quicksilver  lamp  covered  with  a 
5461  A0  filter^  is  placed  in  front  of  the  guardcap  (6)  opening. 

The  upper  interference  strip  system  is  moved  one  strip  at  a  time  by 
rotating  the  measurement  cylinder  during  illumination  with  light  of  the  above 
wave  length,  and  the  corresponding  TT-value  is  read  off.  This  value  minus 
the  zero  value  for  white  light,  gives  the  number  of  section  values  t,  which 
correspond  to  the  stripe  number  h  placed  in  the  eyepiece. 
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Note  1) 

V/e  recovered 

the  monochromatic 

B  filter 

numbered  CZ 

32-S45-1) . 

The  results  of  such  a  measurement  series,  are  given  in  the  precedin'?  Table 
( p.  21).  Here  the  first  column  contains  the  pre-set  stripe  vslu*»  (b),  the 
second  column  the  section  value  (t)  after  subtraction  of  the  aero  value,  and 
the  third  column  the  differenta  (4t)  between  two  consecutive  measurements. 

As  during  measurements  only  one  obtains  T-values  instead  of  gtrio^  numbers, 
from  the  TT-values  after  subtraction  of  the  aero  point,  one  nuat  change  Table  I 
through  calculations,  to  the  ooiat  where  one  can  obtain  stripe  numbers  of  one 
to  two  decimals  from  the  T-values.  It  follows  that  Table  II,  which  appropriately 
passes  for  10  to  10T- values,  indicates  shat  stripe  numbers  are  connected  with 
these  values.  Small  differences  between  the  values  of  both  Tables  which  result 
from  rounding  off,  remain  without  noticeable  influence  os  the  measurement  results. 


By  this  calibration  the  T-v*lu.es  qualified  b,.!  the  mechanism  are  converted 
into  stripe  numbers  h  which  ere  drawn  on  the  save  length  ?i  s  5461  a0.  The 
importance  of  the  stripe  numbers  rests  on  the  fast  thet  during  measurement  of 
certain  materials  they  are  only  dependant  on  the  chamber  length  -filling.  One 
my  therefor©  use  them  as  comparison  measurements  for  various  interferometer®. 

In  reference  to  this  one  also  speaks  of  absolute  instrument  calibration. 

Every  interferometer  is  delivered  with  a  calibration  table  for  the  first 
20  stripe  numbers  (appro*,  600  TT)j  it  may  be  completed  by  the  investigator 
during  use,  according  to  preceding  remarks,  for  the  total  range  of  approximately 
3OG0TT,  The  complete  absolute-calibration  may  also  be  conducted  by  us  when  go 
desired,  if  this  is  known  to  us  at  the  time  of  the  original  order, 

•  8,2,  Calibration  for  the  material  to  be  measured 

8.21,  Sapirlc  calibration 

All  the  above  exhaustively  treated  rules,  such  as 
choice  of  a  comparison  substance,  establishment  of  the  aero  point,  placing  of 
chambers,  etc,,  are  of  importance. in  establishing  the  calibration  curve,  from 

which  one  may  draw  the  concentration  of  the  measured  material  for  every  value, _ 

onthsmeasuremarit  cylinder. 

The  necessary  test®  of  known  contents  are  nos  prepared  in  the  most  precise 
manner  possible.  This  will  be  easy  in  most  cases  of  liquids,  it  is  often 
difficult  (dee  Section  8,22),  to  produce  certain  concentrates  with  suf¬ 
ficient  precision,  I.  Kinder  deals  with  this  by  an  appropriate  process. 

The  calibration  tests  are  filled  and  pressured  consecutively  in  the  same 
chamber  half  (compare  Section  5.4,  6,2  and  7.2),  The  TT-values  read  on  the 
measurement  cylinder  are  entered  in  a  table  with  the  corresponding  concentra¬ 
tions  after  subtraction  of  the  aero  point. 


Kota  l)  Kinder,  W,i  Production  of  steam-concentrates  in  determining  breakage 
and  in  gas- interferometer  calibration,  Zelss-Nachrichter,  2,  3'equal  (1938)  B.7. 
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One  will  notice,  with  certain  concentrations  of  s"pplenentary  com  'onents, 
that  with  the  usual  installation  in  the  eye-piece,  not  two  but  three  nearly 
colorless  "iaiwina  I,  orders'*  are  apparent  in  the  upper  interference  strip 
system.  One  is  perplexed  as  to  which  installation  is  tho  correct  one,  seeing 
that  the  difference  is  a  whole  strip  number,  i.e.,  approx.  30  TT.  If  one 
represents  the  data  from  individual  measurement  by  a  coordinate  system,  the 
graph  is  expressed  by  a  breaking  of  the  straight  lines,  a  so-called  "jump". 

The  jump  areas  are  limited  by  the  dispersion  characteristics  of  the  substance: 
measurement  errors  do  not  result  from  this.  It  is  only  important  to  take 
both  readings  from  the  measurement  cylinder,  to  take  the  TT-value  reading  every 
time  and  to  note  both  values  of  t  in  the  table. 
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7^  Calibration  curve?  indicating  the  CO2  contents  in  air  for  four 
different  chambers 


The  curves  have  been  Entered  In  Fig,  7  as  an.  exatanle,  of  how  they  can 
result  in  calibration  of  a  laboratory  interferometer  v/ith  four  vas  chambers. 
The  same  gas  mixtsure,  carbon  dioxide  in  dry  air,  was  adopted  for  all  four 
chambers  so  as  to  simplify  the  process.  The  T- values  are  changed  into  striae 
numbers  h  by  means  of  calibration  Table  II,  so  as  to  shov.  that  a  jump  area 
always  takes  an  entire  stripe  number.  The-  accorannnyiar  concent?  tiers  is  also 
Clearly  legible  in  the  jump  areas,  when  one  considers  both  possible  settings. 

It  is  further  to  be  noted  that  jumps  alwrys  appear  at  the  same  stripe 
number  independent  fro®  chamber  length  and  coneontr.-  tion.  The  first  jump 
area  is  located  at  stripe  number  32,  the  second,  already  beyond  the  reach 
-of-  the  measurement  screw  at  approx,  102,- — The  position  cf  this  break  is 
different  depending  on  the  material  measured,  s  number  of  jumps,  which  have 
nearly  equal  values.  Bay  appear  in  a  calibration  curve  (for  ex,  the  cali¬ 
bration  eurve  for  Benzol  in  air,  as  given  in  the  above  mentioned  work  by 
3,  kinder) , 

8,22,  Calibration  through  calculation 

One  is  always  advised  to  use  calculated  calibration  when 
preparation  of  calibration  tests  are  made  impossible  by  some  reason  or  other. 
For  this  one  must  know  the  chamber  length,  the  working  dispersion  of  the 
compensation  arrangement  in  the  interferometer,  and  the  breakage  force  and 
dispersion  of  the  materials  concerned. 

As  soon  as  the  latter  data  has  been  accurately  gathered,  one  is  in  s 
position  to  calculate  the  calibration  tables  for  changing  stripe  numbers 
into  concentration  percentages  for  the  measured  materials  against  return 
of  the  net  costs,  and  to  attach  this  to  the  mechanism. 

In  most  cases  the  dispersion  values  are  not  yet  known  with  sufficient 
precision.  One  may  however  calculate  the  calibration  tables,  but  one  must 

watch  the  position _ of  the  jump  arnas  which  were  arrived  at  by  the  measure - 

meats  with  the  interferometer  and  procede  with  the  corresponding  corrections 
in  tile  calculated  tables.  The  calibration  Curves  in  Fig.  7  were  produced  in 
this  manner. 

The  stripe  number  h  corresponding  to  the  t  value  in  calibration  Table  II 
is  taken  for  the  measurement  evaluation,  through  which  the  table  set  up 
through  calculation  gives  the  concentration  value  of  the  mixture  in  question. 


